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Microbiocidal Testing Report

This report is to state that OptiMaser Microwave Medical Waste Disinfection System 

(M.M.D.S.) has good microbiocidal efficacy. In one cycle run of forty minutes, 105 

organisms of ATCC Escherichia coli 25922 were killed yielding zero colony count.
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